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Abstract
Background: Unique amongst brain stimulation tools, transcranial direct current stimulation
(tDCS) currently lacks an easy or widely implemented method for individualizing dosage.
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Objective: We developed a method of reverse-calculating electric-field (E-field) models based on
Magnetic Resonance Imaging (MRI) scans that can estimate individualized tDCS dose. We also
evaluated an MRI-free method of individualizing tDCS dose by measuring transcranial magnetic
stimulation (TMS) motor threshold (MT) and single pulse, suprathreshold transcranial electrical
stimulation (TES) MT and regressing it against E-field modeling. Key assumptions of reversecalculation E-field modeling, including the size of region of interest (ROI) analysis and the
linearity of multiple E-field models were also tested.
Methods: In 29 healthy adults, we acquired TMS MT, TES MT, and anatomical T1-weighted
MPRAGE MRI scans with a fiducial marking the motor hotspot. We then computed a “reversecalculated tDCS dose” of tDCS applied at the scalp needed to cause a 1.00 V/m E-field at the
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cortex. Finally, we examined whether the predicted E-field values correlated with each
participant’s measured TMS MT or TES MT.
Results: We were able to determine a reverse-calculated tDCS dose for each participant using a 5
× 5 x 5 voxel grid region of interest (ROI) approach (average = 6.03 mA, SD = 1.44 mA, range =
3.75–9.74 mA). The Transcranial Electrical Stimulation MT, but not the Transcranial Magnetic
Stimulation MT, significantly correlated with the ROI-based reverse-calculated tDCS dose
determined by E-field modeling (R2 = 0.45, p < 0.001).
Conclusions: Reverse-calculation E-field modeling, alone or regressed against TES MT, shows
promise as a method to individualize tDCS dose. The large range of the reverse-calculated tDCS
doses between subjects underscores the likely need to individualize tDCS dose. Future research
should further examine the use of TES MT to individually dose tDCS as an MRI-free method of
dosing tDCS.
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Introduction

Author Manuscript

Transcranial direct current stimulation (tDCS) is an appealing brain stimulation method due
to its efficacy in treating multiple neurological and psychiatric conditions [1-4], relatively
cheap cost [5,6], excellent safety profile [7], and ease of use that could potentially lead to
self-administration outside of a clinic or laboratory setting [7-10]. A typical tDCS
experiment or treatment applies a weak uniform electrical current to the scalp to stimulate
the underlying cortex (typically 1–2 mA for 20 min) [11]. While this uniform dose is
effective in some individuals, tDCS currently does not have an easy or inexpensive method
or biomarker to confirm that the stimulation dosage is sufficient to induce physiological
effects in the cortex. This lack of simple method to individualize dose could result in some
individuals receiving subtherapeutic doses that may contribute to mixed findings in the field
[12-27]. Determining a method of individualizing tDCS dosage is important as it would
likely inform the experimental design and interpretation of tDCS studies, probably improve
the effect size, and allow for more rigorous clinical and investigational use. Therefore, there
is great interest in developing novel methods of individualizing tDCS dose as it may allow
for more consistent responses to stimulation.

Author Manuscript

To date, researchers have investigated only a handful of methods that could possibly be used
to dose tDCS. Some have used electroencephalography (EEG) or functional magnetic
resonance imaging (fMRI) as a biomarker of tDCS current reaching the cortex [28] and to
target biologically active areas with stimulation [29-31]. However, EEG may be limited to
non-concurrent use with tDCS due to stimulation artifacts [32] and it would be difficult to
use either EEG or fMRI for dosing tDCS as they are monitoring techniques and would likely
need to occur in a laboratory setting. Another potential method could be to use electric-field
(E-field) modeling to dose tDCS [33-37], which operates based on how electric current
spreads based on the physical properties of different tissue such as skin, bone, cerebrospinal
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fluid (CSF), grey matter, and white matter. While potentially a fruitful area of research,
using image-based dosing methods alone has the drawback of requiring MRI scans and
could be cost- or resource-prohibitive. One interesting line of research has used a
neurophysiological measurement such as transcranial magnetic stimulation (TMS) motor
threshold (MT) to dose tDCS, which has the appeal of being an MRI-free approach that
could lead to easier dissemination and implementation if effective [38,39]. In one study, the
TMS intensity required to induce a motor evoked potential (MEP) of 1 mV correlated with
the modeled E-field produced by 1 mA of tDCS [39]. This finding suggests that TMS could
be a potential physiological measurement that is sensitive to the theoretical tDCS dose.
However, the next step toward using TMS for individualized dosing would be to evaluate
how to use a neurophysiological measure such as TMS MT to prospectively and individually
estimate tDCS dosage based on E-field modeling.

Author Manuscript

The goal of this study was to investigate the utility of TMS MT as well as transcranial
electrical stimulation (TES) MT to estimate theoretical E-field doses. In parallel to a similar
approach [33], we developed a theoretical method of individualizing dose based on reversecalculating the amount of tDCS dose at the scalp to produce a uniform E-field of 1.00 V/m
at the cortex for each participant, hypothesizing that TMS or TES MTs would correlate with
the reverse-calculated tDCS dose that would be required to produce a 1.00 V/m E-field and
that TMS or TES MTs could potentially be used in the future to individually titrate tDCS
dosage to any desired threshold.

Methods
Study overview

Author Manuscript

We enrolled 30 healthy participants (15 women, mean age = 26.9, SD = 9.1) in this two visit
IRB-approved study. In Visit 1, we acquired each participant’s TMS MT and TES MT. In
Visit 2, we acquired a T1-weighted anatomical MRI scan. One participant dropped out prior
to Visit 2, making the final sample size 29 participants. Each participant gave written,
informed consent before starting the experimental protocol. For detailed Visit 1 procedures,
please see the Supplemental Video.

Author Manuscript

In Visit 1, we secured a plastic cap to each participant’s head and marked anatomical
landmarks (outline of ears, vertex, and distance between the front, center edge of the cap to
the nasion). Next, we acquired a resting TMS MT for each participant by stimulating the left
motor cortex and recording motor evoked potentials (MEPs) in a standard, closed-loop TMS
MT acquisition protocol [40,41]. Using the methods detailed in(41), we placed three
electromyography (EMG) electrodes on the contralateral right hand to record MEPs from
the anterior pollicis brevis (APB) muscle that were connected to the Cambridge Electronic
Design Limited EMG system (CED 1401 and CED 1902, Cambridge, England, UK) [41]
and desktop computer. We used a Magstim BiStim TMS machine with a figure-of-eight D70
Remote Coil (Magstim Company Limited, Whitland, Wales, UK) to stimulate the left motor
cortex. The EMG system output was processed in Spike2 software to record MEPs [41]. We
defined an MEP as having a peak-to-peak amplitude in the Spike2 software of greater than
or equal to 0.05 mV [40]. After locating the motor hotspot through a standard motor hotspot
hunting procedure [41], we used Parametric Estimation via Sequential Testing (PEST)
Brain Stimul. Author manuscript; available in PMC 2021 February 25.
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software (https://www.clinicalresearcher.org/software.htm) to optimally determine the TMS
MT in 5 pulses [42]. We marked the front edge of the TMS coil using a permanent marker
on the cap before removing the TMS coil from the head.

Author Manuscript

We then acquired an active TES MT for each participant. We chose to perform TES MTs as
we believed that the more similar mechanism to tDCS (i.e. electrical rather than
electromagnetic stimulation) could potentially make TES MT a better candidate stimulation
technique that could be used to individually dose tDCS. However, TES has traditionally
been a prohibitively painful form of brain stimulation in comparison to TMS [43,44]. Thus,
we extensively piloted different unconventional electrode montages and stimulation
parameters to reduce the pain and discomfort experienced while still being able to acquire a
TES MT. The most tolerable electrode montage was to place the anodal electrode (Natus
Neurology, Inc., Pleasanton, CA, USA; rectangular tab electrode with dimensions of 35 × 20
mm) over the previously determined TMS motor hotspot by measuring 40 mm posterior
from the front center edge of the coil to locate the center of the TMS coil, and a cathodal
electrode (Natus Neurology, Inc., Pleasanton, CA, USA; rectangular ground plate electrode
with area = 55 × 42mm) over the left deltoid. We cut a hole in the plastic cap and placed the
anodal electrode directly on the scalp over the motor hotspot (Fig. 1A, Supplemental Video).
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Immediately prior to each TES pulse, participants were instructed to make a “thumbs-up”
sign with their contralateral right hands to activate the motor circuit, which Merton and
colleagues (1982) have previously shown lowers the TES MT by approximately 20% [43].
Single, suprathreshold TES pulses were delivered using a constant current stimulator
(Digitimer DS7A, Letchworth Garden City, England, UK). Stimulation parameters were a
pulse width of 200 μs, a maximum voltage of 400 V, monophasic waveform, and an initial
stimulation intensity of 58.0 mA. Using this approach and a modified PEST algorithm that
was optimized for TES MT acquisition, we were able to acquire a TES MT for each
participant (Fig.1B-C, Supplemental Materials S1).

Author Manuscript

In Visit 2, each participant underwent a high resolution T1-weighted MPRAGE anatomical
magnetic resonance imaging (MRI) scan in a Siemens 3T TIM Trio, with the head
positioned in a 12 channel head coil with 1 × 1 × 1mmvoxels (TE: 4.18 ms, TR: 1.75s). To
visualize the motor hotspot used to acquire the TMS MT and TES MT in Visit 1,
participants wore the same plastic cap that was used in Visit 1 and matched up the previous
anatomical landmarks (outline of ears, vertex, and distance between the front center edge of
the cap to the nasion) to ensure that the cap was in the same position. Using the cap, we
fixed a vitamin E capsule to each participant’s head as a fiducial to mark each participant’s
previously determined motor hotspot for the TMS/TES MT. This allowed the motor hotspot
location to later be visualized for E-field modeling as detailed below.
ROAST E-Field modeling methodology
Step 1: Determining the E-field threshold to dose at—To prospectively
individualize tDCS dosage using E-field modeling, a first step is to decide upon a desired Efield threshold at the cortex to dose at. However, there is no current consensus about the
amount of stimulation it takes to affect cortical tissue using tDCS, in part to different
neuronal and non-neuronal cell types at varying thresholds [45-50] and the difficulty with
Brain Stimul. Author manuscript; available in PMC 2021 February 25.
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assessing such a threshold in vivo that typically rely on animal models [51-54]. Studies have
used E-field estimates in vitro as well as implanted electrodes in rats in vivo and human
cadavers to estimate that the E-field necessary to affect neuronal spiking rate is likely
somewhere between the relatively large range of 0.10–1.00 V/m [55-58]; thus, tDCS applied
at lower intensities such as 1–2 mA that produce E-fields on the order of 0.10–0.40 V/m
likely indirectly, rather than directly, elicits changes in neuronal spiking activity(58).

Author Manuscript

It is additionally unclear whether behavioral results scale with E-field magnitude. There is
some evidence that there is no dose-response relationship in the motor system [59-62], for
tinnitus [63,64], or for working memory [65]. Yet, other studies have shown that more days
of stimulation or higher stimulation current/current density correlate with greater sensitivity
of vibrotactile detection [66], bigger motor responses/greater motor recovery from stroke
[67,68], and greater working memory performance [69] and cognition in schizophrenia
[70].Some studies have even shown dose-response relationships for single session protocols
in MEP size and cerebral blood flow [71], motor learning improvements from 1.5 mA but
not 1.0 mA or sham tDCS [72], signal, and working memory enhancement in Parkinson’s
disease patients from 2.0 mA but not 1.0 or sham tDCS [73].

Author Manuscript

Due to these varied findings, we remained agnostic in this study to the amount of stimulation
required to affect neural tissue and reverse-calculated the dose to produce a 1.00 V/m
threshold at the cortex in each individual since it is easily scalable to the desired E-field. The
linearity of electric field with current intensity depends only on the insensitivity of tissue
resistivities to local current density (for the specific low-intensity DC conditions
considered), and is supported by experimental recordings of tDCS/tACS [74]. Thus, reversecalculating a tDCS dose that would produce a 1.00 V/m E-field could easily be adjusted
using multiplication or division. For example, if 0.50 V/m were the desired threshold to
individualize tDCS dosage to, the calculated tDCS dose to produce 1.00 V/m would be
halved. Because this scaling factor is preserved across subjects, the calculated,
individualized dose at 1.00 V/m was a reasonable candidate threshold that could easily be
adjusted based on forthcoming research.

Author Manuscript

Step 2: ROAST E-field modeling overview—We used Realistic vOlumetric-Approach
to Simulate Transcranial Electric Stimulation (ROAST) Version 2.7 (https://
www.parralab.org/roast/) to perform our E-field modeling for tDCS. ROAST is a MATLABbased software that uses individual structural MRI volumes with 1 mm3 voxels to produce a
3D-rendering of E-field based on user-defined electrode locations and current intensities
[75]. We chose to use ROAST as it has been validated against human intracranial recordings,
although the fidelity of intracranial recordings is contended by some [76]. ROAST has
additionally been validated against other tDCS modeling software such as SimNIBS [75]
and allows for non-surgical estimation of E-field intensities at the cortical level.
To perform our reverse-calculation method, we first converted the raw DICOM files to NIfTI
in MRICroGL (https://www.nitrc.org/projects/mricrogl). ROAST then called SPM12
(https://www.fil.ion/ucl.ac.uk/spm/) to segment the MRI into grey and white matter,
cerebrospinal fluid (CSF), bone, skin, and air cavities (Fig. 2A). ROAST then automatically
removed holes in the segmented images as detailed in Refs. [77,78]. Next, ROAST placed
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electrodes on the scalp at custom locations that we specified. We placed the electrodes at
custom locations to approximate the electrode locations used in the TES MT protocol. We
used MRICro (https://www.mccauslandcenter.sc.edu/crnl/mricro) to visualize the fiducial
marking the motor hotspot location in each participant’s MRI scan and noted the X, Y, and Z
coordinates of the center of the fiducial (Fig. 2B). We further used MRICro to approximate
the cathodal electrode location over the left deltoid by finding the lowest location on the left
shoulder visible on the MRI scan, with the bottom edge of the cathodal electrode placed 20
voxels (20 mm) above the bottom edge of the scan (Fig. 2C). We acknowledge that this
method of placing the cathodal electrode was inexact and limited by ROAST not segmenting
muscle tissue in the neck. However, in lieu of capturing MRI scans down to each
participant’s left deltoid, we sought to have a reproducible and standardized method across
participants. We additionally used ROAST to emulate the same electrode sizes and
orientations used to determine TES MT (anode 35 × 20 mm oriented with the longer axis
anterior/posterior over the TMS motor hotspot; cathode 55 × 42 mm with the longer axis
oriented anterior/posterior over the left neck and 20 mm above the bottom edge of the scan)
(Fig. 2C).

Author Manuscript

Next, ROAST used iso2mesh to create a volumetric mesh from 3D multi-domain images to
generate the finite element model (FEM) [79]. ROAST then solved the FEM model for Efield distribution using getDP [80](Fig. 2D) and the following conductivity values: Grey
matter: 0.276 S/m; white matter: 0.126 S/m; CSF: 1.65 S/m; bone: 0.01 S/m; skin: 0.465
S/m; air: 2.5 × 10−14 S/m; gel: 0.3 S/m; electrodes: 5.9 × 107 S/m. For each model, we
visually confirmed that ROAST correctly segmented the anatomical MRI scan by examining
the borders between different types of tissues and ensuring that they were properly
delineated (See Supplemental Materials S2 for tissue segmentation examples in three
randomly selected participants). In addition, we used Mango (http://ric.uthscsa.edu/mango/
mango.html), a software package that can load NIFTI files of different segmented
components in each ROAST. Here we measured the tissue volume of grey matter, white
matter, and CSF for each person. We used a Z-score analysis with criteria for an outlier set at
± 3SD to determine if there were any outliers that might be indicative of inadequate
segmentation. There were no outliers for the segmentation of any tissue type, further
suggesting that the segmentation was adequately performed (Supplemental Materials S3).

Author Manuscript

Step 3: Reverse-calculation ROAST E-Field modeling—Most tDCS E-field
modeling studies use modeling to retrospectively estimate the E-field produced by a uniform
tDCS current placed on the scalp (e.g. What is the E-field produced by 2 mA of
stimulation?). In this study, we asked the opposite question: To produce an E-field of a 1.00
V/m at a certain spot in the cortex, what would be the individualized, reverse-calculated
tDCS dose for the electrode on the scalp?
To determine the E-field produced in each model, we measured the E-field magnitude using
a region of interest (ROI) analysis that calculated an E-field average from voxels in a 5× 5×5
voxel cuboidal grid (Fig. 2E). To standardize the ROI location across participants, we first
centered the ROI on the X (left/right axis) and Y (anterior/posterior axis) values of the center
of the anodal electrode, We then lowered the Z value (superior/inferior axis) until we
reached the first coordinate with a grey matter voxel and recorded this X, Y, Z value (Fig. 3).
Brain Stimul. Author manuscript; available in PMC 2021 February 25.
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Next, we created a 5×5 voxel grid in the XY plane by moving 2 voxels left, 2 voxels right, 2
voxels anterior, and 2 voxels posterior of the center X, Y, Z coordinate voxel. We recorded
the E-field values of each grey matter voxel and did not count any voxel without grey matter
tissue. We repeated this method five times per participant, moving down one axial plane at a
time by keeping the same X and Y values and subtracting 1 from the Z plane (Fig. 3). After
measuring all the grey matter voxels with E-field values, we computed the E-field average
for the ROI and used this to calculate the reverse-calculation dose for a 1.00 V/m E-field at
the cortex.

Author Manuscript

Since E-field models are dependent only on tissue segmentation, conductivities of each
tissue type, and magnitude of electrical input, it is possible to use a single electric field
model, combined with simple cross-multiplication, to compute the current input that would
be required to reach any electric field threshold desired. Therefore, to reverse-calculate the
E-field for a 1.00 V/m threshold, we used ROAST to model the E-field produced from 3 mA
of current for each individual before using cross-multiplication to “reverse-calculate” the
amount of stimulation required at the scalp for that person to produce a 1.00 V/m E-field at
the cortex (Fig. 4A-B) [33].
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An initial analysis on this dataset using reverse-calculation modeling utilized a 5 electric
field model approach (1 mA, 3 mA, 5 mA, and 7 mA to converge on the reverse-calculation
dose, and a 5th model using the reverse-calculated E-field dose to confirm that it produced a
1.00 V/m) for a single voxel that confirmed the linearity of E-field modeling (Supplemental
Materials S4). However, we chose to adopt this simplified, one-model ROI-based approach
here as the ROI values highly correlated with the single voxel approach (Supplemental
Materials S5). Since our assumption of the linearity of models held, this one model ROI
method was therefore able to estimate a reverse-calculation dose to produce a 1.00 V/m Efield for each participant. We have included the previous E-field modeling data in
Supplemental Materials S4 and S5 as a reference for future E-field modeling experiments
and reverse-calculation E-field modeling considerations.
Step 4: Reverse-calculation ROAST E-Field modeling x TMS MT and TES MTstatistical analysis—Following the ROI-based E-field modeling, we plotted each
individual’s reverse-calculated tDCS dose for 1.00 V/m against their measured TMS MT
and used a group level linear regression to determine the relationship between TMS MT and
reverse-calculated tDCS dose (Fig. 6). We used this same method to then assess the
relationship between TES MT and the reverse-calculated tDCS dose in a group level E-Field
Model x TES MT regression (Fig. 7). All statistical analyses were conducted in SPSS 25.0
(Armonk, NY: IBM Corp).
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Results
TMS and TES motor threshold (MT) descriptive statistics
The mean TMS MT was 40.19% of maximum stimulator output (MSO)(SD = 12.7%, range
= 20–67.3%)(Fig. 5A). We were able to acquire a TES MT for each participant and the mean
TES MT was 61.35 mA (SD = 14.91 mA, range = 37.1–82.35 mA)(Fig. 5B).
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The mean reverse-calculated tDCS dose to produce a 1.00 V/m E-field in the motor cortex
using actual electrode placements was 6.03 mA (SD = 1.44 mA, range = 3.75–9.74 mA)
(Fig. 5C).
TMS MT x reverse-calculated tDCS dose linear regression
This linear regression evaluated the relationship between TMS MT and reverse-calculated
tDCS dose determined from the same electrode placement and sizes as were used for
acquiring the TES MT. TMS MT did not statistically predict tDCS dose variance, F(1,27) =
0.045, R2 = 0.002, p = 0.834 (Fig. 6).
TES MT x reverse-calculated tDCS dose linear regression
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This regression model used the same reverse-calculation tDCS modeling electrode
placement and sizes as in Fig. 6. In this regression, TES MT significantly estimated 45% of
the reverse-calculated tDCS dose variance required to produce a 1.00 V/m E-field, F(1,27) =
21.88, R2 = 0.45, p < 0.001 (Fig. 7).
The equation for the linear regression is: Reverse-calculated tDCS Dose = 0.0647 * TES
MT + 2.068. Using this formula, it could be possible to measure TES MT and estimate an
individual’s reverse-calculated tDCS dose. For example, if an individual had a TES MT of
60 mA, the reverse-calculated tDCS dose to produce a 1.00 V/m E-field at their motor cortex
would be estimated as 5.95 mA. Notably, we chose to compute the reverse-calculated tDCS
dose for a 1.00 V/m E-field at the cortex due to its scalability. For example, if one wanted to
estimate the reverse-calculated tDCS dose for a 0.50 V/m E-field in the same individual with
a TES MT of 60 mA, the reverse-calculated-dose would be: 5.95 mA * 0.5 = 2.975 mA.

Author Manuscript

TMS MT x TES MT linear regression
We examined the relationship between TMS MT and TES MT by comparing the measured
values for each individual in a linear regression. These values trended toward significance,
F(1,27) = 3.84, R2 = 0.125, p = 0.06 (Supplemental Materials S6).

Discussion

Author Manuscript

In this study we tested whether TMS and TES motor thresholds (MTs) can be used to
estimate individualized tDCS doses determined by reverse-calculation E-field modeling. We
developed an E-field modeling paradigm in parallel with a similar approach(33) that can
determine an individual’s theoretical reverse-calculated tDCS dose to produce an E-field of
1.00 V/m and found that the measured transcranial electrical stimulation (TES) MT could be
used to estimate the reverse-calculated tDCS dose using a linear regression model. In these
participants, an average dose of 6.03 mA of input at the scalp would be required to produce a
1.00 V/m E-field at the cortex. We chose this 1.00 V/m threshold as it is easily scalable to
the desired E-field by multiplying or dividing the tDCS dose by the desired E-field (e.g. for
someone with a reverse-calculated dose of 6.03 mA at 1.00 V/m, the individual dose for 0.50
V/m would be 2.975 mA). With further assessment and refinement, our reverse-calculation
E-field modeling method, TES MT, or both, could be used as ways to individualize tDCS

Brain Stimul. Author manuscript; available in PMC 2021 February 25.

Caulfield et al.

Page 9

Author Manuscript

dosage in order to standardize the experienced E-field at the cortex between participants. A
particular advantage of using TES MT is that it is MRI-free and could thus potentially
become a cheaper and potentially more accessible method of individually titrating tDCS
dose at a desired E-field at the cortical level.

Author Manuscript

In contrast, we found that a person’s transcranial magnetic stimulation (TMS) MT did not
significantly correlate with the theoretical reverse-calculated tDCS dose to produce a 1.00
V/m E-field at the cortex. TES MT is likely a better predictor of reverse-calculated tDCS
dose than TMS MT because TES, which applies electricity to the scalp and not magnetic
fields, has a more similar mechanism to tDCS (electrical rather than electromagnetic
stimulation, with similar electric field tissue resistances with TES and tDCS). Our finding
that TMS MT did not correlate with TES MT corroborates the idea that TMS MT may not
predict reverse-calculated tDCS dose as well as TES MT due to it having a different
mechanism.

Author Manuscript

There are several takeaway points from this study. First, the wide variability between
individualized reverse-calculated tDCS doses at the scalp of 3.75–9.74mA, to produce a 1.00
V/m E-field at the cortex, underscores the possible need to individually dose tDCS to
normalize the amount of stimulation that reaches the cortex across individuals. To illustrate
the large range of doses, the individual needing the highest reverse-calculated tDCS dose
(9.74 mA) in our actual electrode position and size model would need a reverse-calculated
tDCS dose that is 260% higher than the individual who needed the lowest reverse-calculated
tDCS dose (3.75 mA). Notably, this range of reverse-calculated tDCS dose would affect
studies regardless of the E-field threshold used. For instance, if the range of reversecalculation tDCS doses were instead centered around an average dose of 2.0 mA at the
scalp, the needed individualized tDCS dose range would be 1.24–3.23 mA across this
sample. With this range, if the average dose of 2.0 mA were applied uniformly (similarly to
how a uniform dose is applied in every extant tDCS study), it would underdose individuals
needing above 2.0 mA, particularly the person requiring 3.23 mA. Taken in sum, our E-field
modeling corroborates the idea that individualized tDCS dose is perhaps needed for more
consistent dosing across individuals and studies.
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Second, though preliminary and in need of more refinement, our reverse-calculation E-field
modeling method can calculate a theoretical dose for each individual to produce a
normalized 1.00 V/m E-field at the cortex using ROAST E-field modeling. Measured TES
MT was able to estimate 45% of the theoretical reverse-calculated tDCS dose variance
across a relatively young and healthy cohort of participants. With further investigation with
prospective application and perhaps evaluation of TES MT over the motor cortex compared
to other electrode locations and montages, TES MT has the potential to become a possible
new, MRI-free method of individually dosing tDCS.
There were some limitations of this study that could be improved with further research. It is
still unclear what E-field threshold at the cortex to dose at. While we present reversecalculation tDCS modeling and TES MT as potential methods of reducing E-field variance
at the cortex, further research is needed to refine the E-field magnitude to dose at. In
addition, the electrode that was placed on the left deltoid for the TES MT paradigm, was
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only approximated in the ROAST E-field modeling with the electrode placed on the left
neck. This potentially introduced some variance, particularly as muscle tissue was not
accounted for in the ROAST tDCS E-field simulations and since placing the cathodal
electrode 20 mm above the edge of the scan could have resulted in slightly different relative
electrode positions between participants. However, TES MT estimating 45% of the reversecalculated tDCS dose with a slightly different electrode montage may suggest a potential
generalizability of TES MT over the motor cortex to estimate a reverse-calculated tDCS
dose with various electrode locations. Perhaps with further evaluation, TES MT could also
develop into a method of individually dosing tDCS in other common electrode montages
(e.g. F3–F4 for left DLPFC stimulation). Finally, it remains to be seen how these theoretical
findings would apply prospectively and further research must be conducted to test the
behavioral effects from individualizing dose based on reverse-calculation E-field modeling
and/or TES MT.
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Conclusions
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TES MT and reverse-calculation tDCS electric-field modeling are promising candidate
techniques for individually dosing tDCS. In this study, we demonstrated that TES MT can be
used to estimate a theoretical reverse-calculated tDCS dose for stimulation to reach the
cortex of each individual at 1.00 V/m. Our statistical model comparing TES MT to reversecalculated tDCS dose was able to individually dose tDCS, estimating 45% of the dose
variance in tDCS studies. Moreover, these reverse-calculation models revealed the wide
range (i.e. 3.75–9.74 mA) between participants, underscoring the likely need to further
develop and evaluate the utility of reverse-calculation E-field modeling and TES MT for
dosing tDCS. With further investigation and refinement, reverse-calculation E-field
modeling, TES MT, or both could become methods for reducing dose variance at the cortex.
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Fig. 1. TES MT Materials and Methods.

1A: Experimental set-up with labeled devices and electrodes. 1B: Image of the constant
current stimulator (Digitimer DS7A) and settings that were used to acquire TES MTs. 1C:
Modified PEST program window showing an example in which 5 pulses of TES determined
a TES MT of 50 mA.
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Fig. 2. ROAST E-Field Modeling Pipeline Overview.
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2A: MRI segmentation in SPM12 run by ROAST. 2B: Anatomical MRI Scan with an arrow
pointing at the fiducial on the scalp indicating the motor hotspot coordinates (visualized in
MRICroGL). 2C: Using ROAST, an anodal electrode was placed at the left motor hotspot
and the cathode was placed on the left neck to approximate the TES electrode montage. 2D:
ROAST E-field model output after the FEM was solved. 2E: Our 5 × 5 x 5 voxel grid ROI
analysis measured the E-field average in a cuboidal volume that was immediately
underneath the center of the anodal electrode in each participant. See Fig. 3 for detailed
description.
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Fig. 3. Detailed Visual Representation of the 5 × 5 × 5 Voxel Grid ROI Analysis.
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In order to standardize the exact location for the 5 × 5 x 5 voxel grid ROI analysis across
participants, we centered the ROI at the cortex on the same XY plane as the center of the
anodal electrode on the scalp. We then lowered the Z plane value until we reached the first
coordinate with a grey matter voxel. This location served as the center of the 5 × 5 voxel
grid in the XY plane. We created the 5 × 5 voxel grid by moving 2 voxels left, 2 voxels right,
2 voxels anterior, and 2 voxels posterior of this center voxel. We recorded the E-field values
of each grey matter voxel in this grid and did not count any voxel without grey matter tissue.
We repeated this method a total of 5 times, moving down one axial plane at a time by
keeping the same X and Y coordinates and subtracting 1 from the Z plane for each level. In
this example, the X and Y coordinates stay at 58 and 96 respectively, while the Z value
changes with each grey matter tissue level from 206 through 202. After measuring all the
grey matter voxels with E-field values, we computed the average and used this to calculate
the reverse-calculation dose for a 1.00 V/m E-field at the cortex (Fig. 4).
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Fig. 4. Reverse-Calculation Modeling Formula.
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4A: Since E-field modeling relies only upon the proper segmentation of tissue and different
tissue conductivities, a single E-field model can be used to estimate the tDCS dose at the
scalp that would be required to produce any threshold of E-field at the cortex(33). 4B:
Example of how one E-field model produced by a 3 mA input can be used to reversecalculate the required dose to produce a 1.00 V/m E-field. In this example, a 3 mA dose
produced an ROI average E-field of 0.5542 V/m and the reverse-calculation dose was 5.43
mA.
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A–C: Descriptive data for TMS MT, TES MT, and reverse-calculation doses for 1.00 V/m.
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Fig. 6.

TMS MT Does Not Correlate with Reverse-Calculated tDCS Dose, F(1,27) = F(1,27) =
0.045, R2 = 0.002, p = 0.834.

Author Manuscript
Author Manuscript
Brain Stimul. Author manuscript; available in PMC 2021 February 25.

Caulfield et al.

Page 22

Author Manuscript
Author Manuscript

Fig. 7.

TES MT Significantly Correlates with Reverse-Calculated tDCS Dose, F(1,27) = 21.88,
R2 = 0.45, p < 0.001.
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